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ACPR MEASUREMENT

Using a Signal Analyzer
and MATLAB® to Measure
ACPR Versus Power

By Justin Magers
Anritsu Company

Using a mathemat-
ics software pack-
age like MAT-

LAB® to control bench-
top lab instrumentation
is an easy way to auto-
mate otherwise tedious
measurements and pre-
sent the results in a use-

ful format. This article will demonstrate the
use of MATLAB on the Anritsu Signature™
(MS2781A) signal analyzer to automate an
ACPR (adjacent channel power ratio) versus
power measurement of an amplifier. Simple
MATLAB examples will be given to show how
to control the Anritsu MG3700A Vector Signal
Generator, via GPIB and how to control
Signature using Web Services.

ACPR (or ACLR—adjacent channel level
ratio as it is called in UMTS WCDMA specifi-
cation [1]) measures the amount of power in
an adjacent channel due to intermodulation
distortion generated by a digitally modulated
signal in the main channel passing through a
non-linear device such as an amplifier.
Additionally, noise and phase noise also con-
tribute to ACPR.

Unfortunately, the ACPR of an amplifier
is a function of the amplifier’s output power.
This is important since many modern com-
munication systems utilize adaptive power
control. In the UMTS system, for example,
the base station transmit power in each
channel is varied “in order to minimize inter-
ference with other channels as well as pro-
vide sufficient power to mobiles that are far
from the base station” [2]. Therefore, being
able to easily characterize the ACPR versus
power of an amplifier is necessary to insure

that both ACPR and output power specifica-
tions are met.

Often, engineers in an R&D environment
will not automate measurements because of
the many obstacles, such as installing a
GPIB card into a computer, installing Visual
Basic (VB), and writing VB code to communi-
cate over GPIB with two or more instru-
ments. Finally, even if this is done, the engi-
neer must still find a nice way to display the
measured data, something which most pro-
gramming languages, such as VB, are not
well-suited for without significant program-
ming effort.

Signature simplifies these tasks consider-
ably by seamlessly integrating MATLAB
(option 40) into the instrument. With only a
few short commands, MATLAB can control
external instruments via GPIB, and it can
control the spectrum analyzer via Web
Services. Furthermore, MATLAB excels at
making nice graphs for data output without
sophisticated programming. Finally, distribut-
ing the data is much easier since Signature
uses Windows XP. Essentially, any printer can
be connected via the parallel port or the USB
port. Or, if Signature is plugged into the
Internet, the results can be emailed or shared
on the file system.

Using MATLAB to Control Instruments 
via GPIB & Web Services

It should be emphasized that, in this exam-
ple, MATLAB is installed on Signature and
that the Anritsu MG3700A is connected to
Signature via a standard GPIB cable. This
configuration uses minimal hardware as
opposed to other configurations using an
external computer.

Third-party software is a
valuable tool for instrument
programming and analysis

of measurements such as
adjacent channel power

ratio (ACPR) in wireless
transmissiion systems
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MATLAB can be started from
Signature’s GUI by going to the
Tools pull-down menu and selecting
MATLAB. In the MATLAB Setup
dialogue, next to “Connect to MAT-
LAB,” click “On” and close the dia-
logue. Before using Signature to con-
trol other instruments via GPIB, it
is also necessary to make Signature
the GPIB system controller. To do
this, hit the System button on the
front panel. From the System menu,
select the Configuration sub-menu
and then hit the IO Button.
Selecting GPIB will start the
Measurement & Automation
Explorer (MAE). In the MAE
Configuration menu under My
System/Devices & Interfaces, right-
click on GPIB0 (PMC-GPIB) and
select Properties. Check the “System
Controller” checkbox, select OK, and
hit Exit from the File pull-down
menu. Signature will indicate that it
is the system controller in the bot-
tom right hand corner of the screen.

To become familiar with control-
ling Signature using Web Services
and controlling other instruments
using GPIB, consider the following
examples. Example 1 sets up the Web
Services interface with the instru-
ment and then uses Web Services to
set the frequency span to 30 MHz,
query the center frequency in Hz, and
store the value in the variable f. The
MATLAB function str2double() is
required because the GetCenter-
FrequencyInHz() function returns
the frequency as a character array.

Example 2 presets the MG3700A
vector signal generator, sets the fre-
quency to 6 GHz, sets the power to
–20 dBm, loads the modulation sig-
nal, and turns on the modulation.
Test Model 1 is the modulation sig-
nal described by the 3GPP commit-
tee for ACLR measurements [1].

Of course, there are hundreds of
other Web Services and GPIB com-
mands which let the MATLAB user
control nearly all aspects of the
instruments. These commands can
be found in the manuals for each

instrument [3,4].
The previous two examples

demonstrated the use of Web
Services and GPIB in MATLAB. In
Example 3, both will be used at the
same time. Specifically, a for loop will
be used to sweep the power of the
MG3700A (via GPIB) from –24 dBm
to –10 dBm in 1 dB steps. Within the
for loop, Web Services will be used to
query Signature and capture the
adjacent channel power. Finally, a
plot of the left and right ACPR in dB
versus input iower in dBm will be
generated.

Measurements
Figure 2 shows the results of the

measurement setup in Figure 1. The
DUT is the Mini-Circuits ZEL-
1724LN packaged amplifier, which
has the following specifications: gain
= 20 dB, P1dB = 10 dBm, and Output
IP3 = +22 dBm. The MATLAB script
ACPRvsP.m used to automate this
measurement is slightly more sophis-
ticated when compared to Example 3
in the following ways:

1. It uses several Web Services com-
mands to set up the spectrum ana-

Example 1 · Using MATLAB to communicate with MS2781A using Web
Services.

Example 2 · Using MATLAB to communicate with an instrument using GPIB.

Figure 1 · ACPR Measurement Setup.
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lyzer’s channel bandwidth, chan-
nel spacing, symbol rate, RBW, etc.

2. It adds more annotation to the
output graph

3. It records the main channel out-
put power and uses it as the x-
axis.

The rest of the code is nearly iden-
tical to the examples given above.
The ACPRvsP.m script is included
with the Signature MATLAB
Connectivity option (option 40),
release 2.0 or later.

MATLAB with Web Services and
GPIB in conjunction with Anritsu
Signature provide a convenient envi-
ronment for automating measure-
ments. MATLAB’s data processing
and graphics presentation features
enable engineers to easily manipu-
late and present measured data. The
synergy of these elements allow
unlimited measurement possibilities
without the usual complexity of mod-
ern automated measurement sys-
tems.
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Example 3 · A simple MATLAB script to automated ACPR versus Power.

Figure 2  ·  ACPR vs. output power
plot of a Mini-Circuits ZEL-1724LN
generated by ACPRvsP.m.


